Introduction {#Sec1}
============

Microbial epigenetics involves modifications to the nucleosides^[@CR1]^. Two DNA modification systems, methylation and phosphorothioation (PT), often function as a component of restriction-modification(R-M) systems in bacteria^[@CR2]--[@CR6]^. DNA methylation is a common mechanism of epigenetic regulation that occurs by adding a methyl group to DNA molecule, which affects many biological processes. DNA PT modification, where a non-bridging oxygen atom is replaced by a sulfur atom, was discovered in many taxonomically unrelated bacteria^[@CR7]^. Previous studies have demonstrated that PT modifications are governed by a large family of the five-gene *dndA-E* cluster^[@CR8],[@CR9]^. Many researches were carried out regarding the biological function of Dnd proteins^[@CR10]--[@CR14]^. Several approaches have been developed to quantify DNA methylation, such as Sodium bisulfite sequencing method, single molecule real time (SMRT) sequencing, and methylation-specific PCR^[@CR15],[@CR16]^. Sodium bisulfite sequencing method has become the most common technology for the quantitative analysis of DNA methylation. After treated with sodium bisulfite, unmethylated cytosine residues will be converted to uracil, but 5-methylcytosine remains nonreactive. During PCR amplification, unmethylated cytosines appear as thymine and methylated cytosines remain as cytosines allowing 5-methylcytosine to be distinguished from unmethylated cytosines^[@CR17]--[@CR19]^. SMRT sequencing was a good tool and used to determine the DNA methylation patterns in bacteria and archaea at whole genome scale^[@CR20],[@CR21]^. The PCR and sequencing based methods are powerful techniques to observe the biological significance of DNA methylation^[@CR22]^.

To fully understand the PT modification and its biological function, understanding of the PT sites and their frequency at whole genome level is very important. Several methods were developed to reveal the PT modifications in bacterial genome. One selective fluorescent analytical method was developed to achieve the quantification of total PT contents in whole bacterial DNA and found about 455 PTs per million DNA molecules^[@CR23]^. A liquid chromatography-coupled mass spectrometry (LC-MS/MS) method was developed to quantify the PT modified molecules in prokaryotic genomes, providing a rich source of information about the biological function of PT modification, which showed that the PT modification widely occurs in prokaryotes with different frequency and diverse sequence contexts^[@CR7]^. Previous works showed that 2-iodoethanol was effective in degrading phosphorothioate-containing DNA and the mechanism of phosphorothioate alkylation and cleavage was also been described^[@CR24],[@CR25]^. Upon iodine treatment a PT modified DNA molecule gets split at the modified site, whereas an unmodified DNA molecule remains intact. Thus, PT modified DNA molecules and unmodified molecules can be identified using DNA amplification methods with designed primers containing the cleavage site. One the basis of the advantages of PCR and sequencing techniques in DNA methylation analysis, SMRT sequencing and deep sequencing combined with iodine-induced cleavage methods were also developed to quantitatively analyze the PTs profile map in bacterial genome^[@CR26]^. According to the results from SMRT method, 12% of possible 40701 GAAC/GTTC sites in *E*. *coli B7A* genome were found to be modified, which suggested partial modification in these PT sites^[@CR26]^. However, most of previous work focused on the quantification of total PTs in bacterial genome, while the rules of PT modification at specific site is still unknow. Comprehensive understanding of the function of DNA PT modification requires not only consideration of distribution of PT across the whole genome, but also the details of the PT modification at each site.

In order to quantify the accurate frequency of PT modification at individual site and reveal the potential function of partial PT modification in bacterial genome, we developed one novel method, [i]{.ul}odine-induced [c]{.ul}leavage [q]{.ul}uantitative real-time [PCR]{.ul} (IC-qPCR), through the combination of TaqMan real-time PCR with the iodine-induced cleavage. Using IC-qPCR, we successfully quantified the accurate PT modification frequency of four PT modified sites in *E*. *coli B7A*, which would be helpful to further understand the rules of PT modification in bacteria.

Results {#Sec2}
=======

The principle of IC-qPCR in PT modification frequency quantification {#Sec3}
--------------------------------------------------------------------

Genomic mapping of phosphorothioates reveals partial modification of short consensus sequences, but the detailed modification frequency at specific site remains unknown. For this aim, we developed a novel method named with IC-qPCR, which consisted of iodine-induced specifically cleavage at PT sites and quantitative real-time PCR. IC-qPCR analysis included three steps as follows (Fig. [1](#Fig1){ref-type="fig"}): (i) the tested bacterial genomic DNA was cleaved with Iodine (A) and H~2~O instead of Iodine (B), respectively. (ii) the cleaved DNA products were amplified and quantified in real-time PCR, respectively. In the reaction employing the Iodine treated products as templates, the number of all the genomic DNA molecules without PT modification was quantified as X. In the reaction with the H~2~O treated products, the number of all the genomic DNA molecules, including PT modification and non-PT modification, was quantified as Y; (iii) the PT modification frequency (*f*) was calculated with the formula of $\documentclass[12pt]{minimal}
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                \begin{document}$$f=(1-\frac{X}{Y})\times 100 \% $$\end{document}$.Figure 1Schematic diagram of the IC-qPCR in the quantification of PT modification frequency. (i) Left (Reaction A): DNA sample was treated with iodine, Right (Reaction B): DNA sample was treated with H~2~O instead of iodine. (ii) The treated DNAs were quantified by real-time PCR analysis, (iii) PT modification frequency of each PT site was calculated according to the formula.

Construction of standard curves {#Sec4}
-------------------------------

A dilution series ranged from 10^6^ to 5 copies per reaction of *E*. *coli B7A* genomic DNA was prepared, and used as calibrators to generate four standard curves for evaluating the PCR efficiency, linearity, and further absolute quantification. The Ct values were plotted against the log (DNA copy numbers) to generate standard curves (Fig. [2](#Fig2){ref-type="fig"}). PCR amplification efficiency (E) was calculated according to the equation of E = 10^(−1/slope)^ − 1. The PCR efficiency of four IC-qPCR assays ranged from 91% to 97%. The standard curve of each assay between log of dilution series and Ct values was found with good linearity in a wide range from 10^6^ to 5 copies per reaction. The R^2^ values of the four constructed standard curves were all above 0.99 (ranging from 0.9942 to 0.9998), suggested that all the standard curves had good linearity. The wide dynamic range, high PCR efficiency, and good linearity indicated that the established IC-qPCR assays could be used for quantification of PT modification.Figure 2Amplification plots and standard curves of four IC-qPCR assays using *E*. *coli B7A* DNA calibrators ranged from 5 to 1 × 10^6^ copies per reaction. (**a**) 607710 assay, (**b**) 1818096 assay, (**c**) 3026955 assay, (**d**) 4120753 assays. Each reaction was performed in quintuplicates.

Sensitivity of IC-qPCR {#Sec5}
----------------------

The limit of quantification (LOQ) refers to the minimum concentration that can be reliably measured with reasonable certainty at 95% confidence level^[@CR27]^. To evaluate the sensitivity of IC-qPCR assay, dilutions of extracted *E*. *coli B7A* DNA (i.e., 100, 10, 5, and 2 copies/reaction) were tested with fifteen replicates each (As shown in Table [1](#Tab1){ref-type="table"}). In the test, the Ct values decreased as the increase of tested DNA amounts, and Ct values with \<35 and lower relative standard deviation (RSD) of ≤25% were observed in all fifteen repeats with 10 copies tested DNAs in all four arrays, respectively. In the IC-qPCR arrays of the 3026955 and 4120753 site, the DNA samples with 5 copies per reaction were quantified in all fifteen repeats. The mean copy number was 6.62 and 4.99 with the bias of 32.37% and −0.20%, respectively. Concluded from the obtained data of copy number, RSD, and bias, the LOQ of developed IC-qPCR was determined as 10 copies per reaction for the 607710 and 1818096 sites and 5 copies for the 3026955 and 4120753 sites. The evaluated LOQ showed the high sensitivity of IC-qPCR arrays, indicating that the developed IC-qPCR could be used for quantification of the PT modification, even for the PT modification with a low frequency.Table 1Sensitivity of IC-PCR assays for the dilution series of *E*. *coli B7A* DNA.ArrayCopies/reactionNumber of positiveMean Ct valuesAmount copy numberRSD (%)Bias (%)60771010015/1530.2899.051.43−0.951015/1533.3312.1312.9921.3058/15////20/15NANANANA10015/1531.1694.247.40−5.7618180961015/1534.2911.2819.2712.8053/15////20/15NANANANA10015/1530.7387.575.8512.4330269551015/1533.8211.913.2911.91515/1534.736.629.9132.3720/15NANANANA10015/1529.45109.723.939.7241207531015/1532.8411.3712.4813.70515/1534.074.9923.46−0.2022/15////"/" Means no enough data for further analysis, "NA" means no amplification.

Reproducibility {#Sec6}
---------------

Reproducibility refers to the results variation of analytical method among different environment and operators, and which is typically evaluated and expressed as the relative standard deviation (RSD) of quantified results^[@CR27]^. The reproducibility of IC-qPCR assays was determined by assessing the variation of Ct values obtained from 10-folds diluted DNAs (ranging from 1 × 10^6^ to 10 copies per PCR reaction (As shown in Table [2](#Tab2){ref-type="table"}). The RSD values obtained from tested DNA samples ranged from 0.24 to 1.70% for the 607710 assay, 0.19 to 1.27% for the 1818096 assay, 0.13 to 1.40% for the 3026955 assay, and 0.10 to 0.61% for the 4120753 assay. The obtained values indicated that the established IC-qPCR assays could provide creditable quantification of the PT modified within a wide dynamic range.Table 2Reproducibility, coefficient of variation for qPCR.Copy number607710181809630269554120753Mean Ct valueSDMean Ct valueSDMean Ct valueSDMean Ct valueSD1 × 10^6^16.840.0517.390.2216.200.0215.830.091 × 10^5^20.230.0720.910.0419.450.1119.040.041 × 10^4^23.510.4024.330.1423.830.3323.280.141 × 10^3^26.960.1127.680.1026.990.2026.060.051 × 10^2^30.290.0731.210.1031.060.1929.010.061 × 10^1^33.770.1234.140.2933.090.0432.610.03

Quantification of PT modification frequency of *E*. *coli B7AΔB-H* {#Sec7}
------------------------------------------------------------------

In order to confirm the strategy of IC-qPCR in PT modification quantification, *E*. *coli B7AΔB-H* genome DNA with no PTs was prepared, and used as negative control in the IC-qPCR assay of 607710 site, 1818096 site, 3026955 site, and 4120753 site, respectively. The PT modification frequency of *E*. *coli B7AΔB-H* sample was determined to be −0.95% at the 607710 site, −0.32% at the 1818096 site, 1.06% at the 3026955 site, and −0.02% at the 4120753 site (As shown in Table [3](#Tab3){ref-type="table"}). The obtained results were consistent with expected data (0%), suggesting that this method is accurate enough and can be used for further quantitative analysis of PT modification.Table 3PT modification frequency of *E*. *coli B7AΔB-H* determined by qPCR.AssayXYPT Frequency (*f*, %)607710366670363222−0.951818096406426405142−0.3230269553101713135061.064120753419827419744−0.02

Quantification of PT modification frequency in bacterial *E*. *coli B7A* {#Sec8}
------------------------------------------------------------------------

After being passed the evaluation of specificity, sensitivity, and reproducibility, the novel established IC-qPCR assays were employed to quantify the PT modification frequency in bacterial *E*. *coli B7A*. The IC-qPCR assays were tested in triplicate on three separate days (total of nine results per site). The PT modification frequency were showed in Table [4](#Tab4){ref-type="table"}. The results showed that the PT modification frequency of the 607710 site was 41.31% ± 0.013. Similarly, for the 1818096 site, the mean values was 23.81% ± 0.034. For the 3026955 PT site, the mean value was 8.51% ± 0.006. In the 4120753 PT site analysis, the mean value was determined to be 15.79% ± 0.007. All these values were within the dynamic range of IC-qPCR and were creditable with lower variations. The PT modification frequency in the four sites were no more over 50%, indicating that the PT modification were partial modification in *E*. *coli B7A* and the modification frequency varied among different PT sites.Table 4PT modification frequency of *E*. *coli B7A* determined by qPCR.ArrayXYMean PT modification frequency (*f*, %)SDDay 1Day 2Day 3Day 1Day 2Day 36077101195693274743514200454553627598441.310.01318180967182925323943252943438668715939223.810.034302695543126945621532331471407502230350928.510.0064120753103968103023832641231081215199984115.790.007

Discussion {#Sec9}
==========

We described a highly accurate quantification method for rapid evaluating PT modification frequency at individual site in bacterial genome DNA, which showed high specificity, wide dynamic range, and high LOD comparing. Previous studies were mainly used for direct analysis of total PT contents of whole genome DNA^[@CR7],[@CR23],[@CR26]^. However, IC-qPCR method over the previous one in quantitatively analysis of the unique PT site. The results from the specificity test confirmed that IC-qPCR method was DNA sequence specific and could identify the unique PT site without no cross interaction with other PT sites in whole genome.

The wide dynamic range between 10\^^6^ to 10 copies per reaction indicated that IC-qPCR method could be used for quantifying the PT modified DNA molecules of bacterial with different concentrations, which might avoid the variation from DNA samples dilution. The high sensitivity of IC-qPCR method with the LOQ of 5 copies or 10 copies per reaction suggested that the IC-qPCR method was suitable for the quantification of PT modification with a low frequency. The results of *E*. *coli B7A* DNA test showed that all four PT sites were partial modification and that the PT modification frequency varied from 41.31% to 8.51%. One previous study employing SMRT sequencing method reported the PT sites and their modification of *E*. *coli B7A* at whole genome level, and the results showed that the PT modification were observed only at 607710 and 1818096 sites and non-PT modification happened at 3026955 and 4120753 sites^[@CR26]^. The results of IC-qPCR at 607710 and 1818096 sites in this study were consistent with SMRT results. However, PT modification was observed and quantified at 3026955 and 4120753 sites by IC-qPCR analysis, which was completely different from those of SMRT analysis. The SMRT sequencing platform uniquely detects DNA modifications by monitoring the interpulse duration (IPD), and the IPD refers to the average signal of all DNA molecules. In SMRT analysis, low PT modification frequency often leads to low IPD values, and the signal cannot be clearly distinguished from the background, which will induce the miss or underestimate the low PT modification^[@CR28]--[@CR30]^. However, the IC-qPCR could estimate the low PT modification and avoid missing and underestimating the low PT modification because of the wide dynamic and high sensitivity. The PT modification frequency with slightly low value of 8.51% and 15.79% at the 3026955 and 4120753 sites was well evaluated.

In conclusion, the developed IC-qPCR method could achieve the quantification of PT modification frequency in different levels, even for PT modification with a low frequency. Based on the results of IC-qPCR analysis, we also confirmed our previous result that the PT modification in bacteria was partial and often varied among different PT sites, and the observations of PT modified rules at single site would be helpful to further understand the biological function of PT modifications in bacteria.

Materials and Methods {#Sec10}
=====================

Materials and bacterial strains {#Sec11}
-------------------------------

*E*. *coli B7A* was obtained from Dr Jaquelyn Fleckenstein (Departments of Medicine and Molecular Sciences, University of Tennessee Health Science Center)^[@CR31]^. *E*. *coli B7A* possesses *dndB-H* genes and with modification at the G~ps~AAC/G~ps~TTC motif, while *E*. *coli B7AΔB-H* was a *dndB-H* gene deleted mutant strain which was previously constructed in our lab(Supplementary Table [S1](#MOESM1){ref-type="media"})^[@CR7],[@CR26]^. In this work, the *E*. *coli B7AΔB-H* was used as negative control for IC-qPCR analysis. Bacterial DNA Kit purchased from TIANGEN (TIANGEN, Cat. no. DP302-02) was used to isolate and purify the *E*. *coli B7A* and *E*. *coli B7AΔB-H* genomic DNA. Extracted DNA quantity and quality were evaluated and measured with Spectrophotometer Nanodrop-1000 (Thermo Fisher Scientific, Waltham, MA, USA). Water was deionized and filtered using a MilliQ water purification system (EMD Millipore, Billerica, MA).

Primers and TaqMan probes {#Sec12}
-------------------------

Our previous studies indicated that 4855 out of 40,701 GAAC/GTTC sites were modified in *E*. *coli B7A* genome^[@CR26]^. Based on these results, four modified sites (607710 site, 1818096 site, 3026955 site, and 4120753 site) were selected as the targets of developed IC-qPCR assay in this study (Supplementary Tables [S2](#MOESM1){ref-type="media"} and [S3](#MOESM1){ref-type="media"}). The primers and probes for four sites were designed based on the specific DNA sequences using Beacon Designer 8.0 and listed in Table [5](#Tab5){ref-type="table"}. The TaqMan probes were labeled with 6-carboxyfluorescein (FAM) at the 5′ end and black hole quencher (BHQ I) at the 3′ end. The primers and probes were synthesized and purchased from Sangon Biotech, Co., Ltd. (shanghai, China).Table 5Primers/probes for real-time PCR.SiteGenome positionPrimer/probesPrimer sequence (5′-3′)Product size (bp)G1607710G1-FGATGGCTTCGTTAAGTGTTAGTCC109G1-RGCTGACTCTGACATTATGGTATCGG1PCCTGTTCTCACCGCATGGTCAACGCCG21818096G2-FACGCAATTCACGTACTGACATG124G2-RAAAAGCCAAACTTTTCGAATTAATGACG2PATCAACATCGTCAAGCGTCATGCCGGG33026955G3-FATCAGAGAGAGAAGACCGAAACC119G3-RCCACGAGTACACCTCTCCTTAGG3PTCATCGTGAATCCATTAGACTTAGAAAATATCGGGTCG44120753G4-FTAAAGATGGATGGGCAGATCGG144G4-RGGATCACGAAAAGTATCTCTGGACG4PCGCCTCGTTCGCCTTTGCCGCC

Iodine cleaved treatment of *E*. *coli B7A* DNA {#Sec13}
-----------------------------------------------

Iodine solution in ethanol was freshly prepared for use. The Iodine cleavage reaction was performed with a final volume of 100 μl, including 20 μg *E*. *coli B7A* genomic DNA, 50 mM Na~2~HPO~4~ (PH 9.0), and 3 mM Iodine or 10% ethanol (used in control reaction). The reaction parameters were as follows: 65 °C for 10 min, and lowered the temperature slowly to 4 °C (0.1 °C s^−1^). After the Iodine treatment, the cleavage reaction products were used as templates for further real-time PCR analysis.

Real-time PCR quantification assays and data analysis {#Sec14}
-----------------------------------------------------

The iodine cleaved DNA and control DNA were used as DNA templates in real-time PCR reactions. Real-time PCR was carried on ABI7900 real-time PCR system (Applied Biosystems, USA). The real-time PCR was performed with a final volume of 25 µl, including 12.5 µl of 2 × HR qPCR Master Mix, 1 µl of 10 μM forward primer, 1 µl of 10 μM reverse primer, 0.5 µl of 10 μM probes, 5 µl of DNA template, and 5 µl of DNAse free water. The real-time PCR was run with following program: 95 °C for 10 min, followed by 40 cycles of 15 s at 95 °C and 1 min at 60 °C. The fluorescent signal was monitored in extension step of each cycle. Wells with Ct values higher than 35 were considered as negative. In real-time PCR analysis, the reaction employing ddH~2~O as templates was used as a no template control (NTC). Each reaction was performed with three repeats in three different days, and each repeat with three parallels. The SDS 2.4 software (Applied Biosystems, USA) was used for statistical analyses. Data were further exported to Micro Excel for further analysis. The statistical standardized curves of all real-time PCR assays were constructed using serial dilutions of *E*. *coli B7A* genome DNA as calibrators. The copy number of tested samples were calculated according to the constructed standard curves.

Supplementary information
=========================

 {#Sec15}

Supplementary Table S1-S3

**Publisher's note:** Springer Nature remains neutral with regard to jurisdictional claims in published maps and institutional affiliations.

Supplementary information
=========================

**Supplementary information** accompanies this paper at 10.1038/s41598-019-44011-x.

This work was supported by grants from the National Transgenic Plant Special Fund (2016ZX08012-002 and 2016ZX08012-003), and the National Natural Science Foundation of China (31630002, 31770038 and 21661140002).

Y.C., T.Z., D.Y. and L.Y. conceived and design the experiment(s), Y.C., T.Z. and J.L. performed the experiment(s). J.C. and Z.D. provided helps in the experiments. Y.C. and L.Y. wrote the manuscript and all authors reviewed the manuscript.

All data generated or analyzed during this study are included in this published article (and its Supplementary Information files).

The authors declare no competing interests.
